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Abstract
A novel technique has been developed to build vessels for liquid xenon ionization detectors entirely
out of ultra-clean fluoropolymer. We describe the advantages in terms of low radioactivity con-
tamination, provide some details of the construction techniques, and show the energy resolution
achieved with a prototype all-fluoropolymer ionization detector.
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1 Introduction
Plastics have been studied and used as
structural materials for particle detectors
requiring ultra low levels of radioactive con-
tamination for over a decade by experiments
such as Chooz [1], Palo Verde [2], SNO [3],
Borexino/CTF [4], KamLAND [5], and
MUNU [6]. In these detectors, acrylic, ny-
lon, and EVOH 4 were used for the contain-
ers of the innermost, active liquid volumes.
Because of their light weight, low atomic
mass, and production processes that involve
efficient chemical separation stages, selected
plastics have generally shown very low levels
of long-lived radioactivity, particularly in
the naturally occurring isotopes 40K, 232Th,
and 238U. Polycarbonate has also been used
for cryogenic, hermetic vessels, most notably
in small bubble chambers [7], because of its
mechanical stability, strength, and compati-
bility with low temperatures. Unfortunately
all polycarbonate samples (both in the form
of raw pellets and molded plates) measured
by our group [8] have shown substantial ra-
dioactive contaminations (especially 40K),
disqualifying them for use in low background
experiments.
EXO (“Enriched Xenon Observatory”) is a
program [9] aimed at building a ton-class
double beta decay detector with xenon-136.
The plan is to use enriched xenon (80%
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4 Ethyl vinyl alcohol derivative film
136Xe) as source and detection medium.
While the EXO collaboration is planning to
build a ton-scale detector with the ability to
retrieve and identify the Ba atom produced
in the ββ decay of 136Xe, an intermediate
scale (200 kg of enriched xenon) detec-
tor without the Ba tagging feature, called
“EXO-200”, is currently under advanced
construction [10]. The Xe in EXO-200 (and,
possibly, in the full size EXO) is kept in liq-
uid phase (LXe) at a temperature around
170 K at a pressure of 1 atm. The two elec-
trons produced in the ββ decay are detected
in an electric field of 1 to 4 kV/cm by the
simultaneous readout of ionization and scin-
tillation. This technique has been shown to
provide superior energy resolution [11], as
required to suppress backgrounds without
sharp energy features, such as the 2νββ de-
cay and γ-ray Compton tails. In EXO-200
the VUV scintillation light (175 nm) is de-
tected by “bare” (i.e. without their standard
encasing) large area avalanche photodiodes
(LAAPDs) 5 , while the ionization signal is
collected by crossed grids, hence measuring
the total energy of the decay and its three
dimensional location. The third dimension
is provided by the drift time using the scin-
tillation signal as a “start”. The active LXe
has the shape of a cylinder about 40 cm long
and 40 cm in diameter. The vessel with the
LXe is submerged in HFE-7000 6 contained
in a low activity, copper cryostat. The HFE-
7000 is an ultra-clean fluid that is in liquid
phase in a broad range of temperatures, en-
compassing 300 K and 170 K. This fluid is
used as the innermost γ and neutron shield
and thermal bath to maintain a uniform
temperature around the LXe vessel. The
5 SD155-9718 - 16 mm Deep UV LAAPD from
Advanced Photonix Inc., Camarillo CA, USA.
6 Novec R© Engineered Fluid HFE-7000
(C3F7OCH3) is a fluorinated heat transfer
fluid by the 3M Company, St. Paul MN, USA.
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presence of a large thermal mass of HFE-
7000 fluid makes it possible to use xenon
containers with poor thermal conductivity
such as plastics or thin metallic shells.
The end-point energy for the 0νββ decay
in 136Xe (2457.8 keV [12]) is substantially
higher than that of most, but not all, ra-
dioactive decays in the U and Th decay
chains. In addition, 40K and other less com-
mon backgrounds are also relevant for a
clean reconstruction of the broad energy dis-
tribution originating from the 2νββ decays.
The high monetary value of the enriched
Xe makes it impractical to use it for shield-
ing the detection volume from background
events originating from the xenon vessel
material. The intrinsic background require-
ments for all construction components and,
in particular, the relatively heavy LXe ves-
sel are therefore very challenging to achieve.
Additional constraints are given by the
cryogenic temperatures and the LXe purity
requirement with respect to electronegative
contaminations, which would reduce the
electron lifetime in the detector.
In this paper we will discuss the use of a
particular fluoropolymer for the construc-
tion of a large cryogenic vessel containing
the LXe. We will also present data from an
ionization chamber built entirely out of such
fluoropolymer. Structural performance and
details of the construction technology used
for the chamber will be the subject of a fu-
ture publication. Although copper was ulti-
mately chosen for the first generation EXO-
200 chamber for scheduling reasons, the de-
velopments of a fluoropolymer chamber de-
scribed here may be used at a future stage
of EXO and by other groups.
2 Fluoropolymer as a vessel material
Fluoropolymers such as polytetrafluoroethy-
lene (PTFE) have been used in the past in
LXe detectors as a VUV reflector and volume
displacer [13]. It is therefore known that it
is compatible with the clean environment re-
quired to drift electrons over large distances
of LXe. In addition, fluoropolymer parts are
generally known to retain their structural in-
tegrity at cryogenic temperatures. DuPont
Teflon R© 7 TE-6472 [14] is a variety of mod-
ified PTFE developed for use in the semi-
conductor industry and hence produced with
high purity standards. Blanks are sintered
by first pressing fine pellets in a mold and
then baking the material at a specific oven
cycle. Levels of radioactive contaminants in
the raw pellets of TE-6472 have been mea-
sured [8] with neutron activation analysis
(NAA) and were found to be (1.65±0.17)×
10−9 g/g for K (1σ), < 0.26 × 10−12 g/g
for Th and < 0.35 × 10−12 g/g for U, at
95% CL. NAA results for several other ele-
ments confirm the extremely low level of im-
purities in the material. It was found that
other batches of the same product have a
similar level of purity and that the process
of sintering, once appropriate quality control
procedures are implemented, does not ap-
preciably degrade the purity of the material.
Final parts are obtained by conventional ma-
chining followed by an etch and rinse that
remove possible surface contaminations left
by the cutting tools. Most high grades of flu-
oropolymers from other suppliers were found
not to reach the purity levels observed in TE-
6472, which are among the very best ever
measured in solid materials. Detailed com-
parison of radioactive contaminants in sev-
eral plastics and many other materials will
7 Teflon R© is a registered trademark of E.I. du
Pont de Nemours & Company.
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be reported in the near future [8].
An important property of the TE-6472 flu-
oropolymer is the addition of a thermoplas-
tic fluoropolymer, or modifier, to the raw
PTFE in order to turn it into a weldable
material. In addition, the pelletized form of
the raw material results in a more homoge-
neous finished material than conventional
PTFE parts. The specific gravity of finished
TE-6472 is 2.2 g/cm3 (at 20 ◦C). The weld-
ing of finished parts together is carried out
by heating the material while applying sub-
stantial pressure. Weldability is essential for
our purpose since it makes it possible to
seal the vessel hermetically, without the use
of flanges, gaskets, or fasteners. Substantial
amounts of material can thus be removed
from locations close to the fiducial volume
of the detector and the difficulty of sealing
the detector using materials with vastly dif-
ferent coefficients of thermal expansion, (in
this case modified PTFE 8 and metals), is
eliminated. The possibility of fusing parts
together also allows for the construction of
large components from smaller elements.
This is important considering the increasing
difficulty of compression molding large parts
in one piece, a process that requires a high
tonnage press with substantial platen-to-
platen clearance and ram travel to accom-
modate the typical 3:1 powder compression
ratio.
3 An all-fluoropolymer detector ves-
sel
In the course of this program several types
of all-fluoropolymer LXe time projection
chamber (TPC) prototype vessels were
8 The thermal expansion coefficient of PTFE is
2× 10−4 K−1, much larger than that of metals.
Fig. 1. Schematic drawing of the all-fluo-
ropolymer LXe vessel with the welding fixture
schematically shown on the left. The upper and
lower halves are machined to their final shapes,
including the weld flanges with their thermal
expansion-compliant regions. A different type
of “socket” weld is used to couple straight pipe
sections to the ports on the top and bottom
of the vessel. TE-6472 supports, independent
from the vessel construction, are used to sup-
port and space the electrodes in the stack and
the LAAPD package. The drift distance (be-
tween cathode and grid) is 2.5 cm. All stainless
steel electrode planes and rings are 3 mm thick.
A 207Bi electron capture source is plated at the
center of the cathode plane (visible in fig. 2).
built. The sketch of one of them is shown
in Figure 1. The vessel is comprised of two
halves which are welded together to form a
cylindrical cell of 7.9 cm inner diameter and
8.8 cm inner length. The wall thickness is
0.8 cm. Two long pipes made out of a simi-
lar 9 type of of modified PTFE as that of the
9 Dyneon R© modified PTFE TFR-1105 by the
3M Company, St. Paul MN, USA.
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Fig. 2. Photograph of the electrode stack and
LAAPD package. Supports independent on the
chamber vessel are built using the same fluo-
ropolymer. Note the 207Bi source in the center
of the cathode (bottom) plate. RTDs can also
be seen above the top plate and below the cath-
ode.
vessel are welded to special socket features
at both ends. These commercially available
pipes are 2.5 cm and 1.9 cm in outer diam-
eter respectively, with a wall thickness of
3 mm. They have similar welding properties
but were not screened for radioactivity. The
ability to make long pipes from TE-6472
was developed for later prototypes. Two
pipes (inlet and outlet) are included in order
to have inline recirculation and purification
of the xenon because of the expected out-
gassing of electronegative impurities from
the fluoropolymer walls of the vessels. As
discussed below, it was later found that
Xe purification is not necessary. Moreover,
having access to the detector via two pipes
allows one to route the cable for the high
voltage cathode to one feedthrough and the
ones for lower voltage bias and signal con-
nections at the anode end of the detector to
a separate one (see section 5).
The vessel’s construction involves several
different welds, that are performed in a
specialized shop using ovens and localized
heater bands and plates. Each half-body is
machined from billets which are obtained by
fusing smaller molded pre-forms in an oven
in order to reach the required size. Socket
welds are then performed to connect pipes
that then transition to the metal piping of
the xenon system, as described below. The
detector instrumentation (ionization cell
with LAAPDs and temperature sensors, de-
Fig. 3. Cross section of a fluoropolymer cham-
ber designed to isolate and purge the welding
fumes from the LAAPDs. Arrows indicate the
path of a 6 l/min Ar purge active during the
weld and the cool-down period. Note that in this
particular version of a vessel the field weld is
achieved by radial (as opposed to longitudinal)
compression. For simplicity, threaded fittings
not suitable for a cooldown were used for this
test of welding compatibility with LAAPDs.
5
scribed in section 5 and shown in figures 1
and 2) is then inserted into the vessel that is
subsequently closed with a field weld using
a hot clamp. In the vessel shown in figure 1
the field weld is made using a disk-like fea-
ture designed to have enough compliance to
accommodate rather large thermal distor-
tions during the weld. The temperature in-
side the fluoropolymer cell is monitored with
resistance temperature detectors (RTDs)
during the welding cycle and kept below
150 ◦C. Specific problems were observed
with a drastic reduction in the quantum
efficiency of the LAAPDs at 175 nm, after
they had been sealed inside the welded flu-
oropolymer chambers. Although a substan-
tial array of high sensitivity surface analyses
failed to show fluorine contamination on the
LAAPDs active face, a specific geometry
of the field weld (fig. 3), designed with lo-
calized water cooling and able to efficiently
flush gases produced in the welding process
and to isolate the LAAPDs from the welded
region, completely eliminates the problem.
We note that the bare LAAPDs have been
found to be, by far, the components most
sensitive to welding fumes. Thin wire grids
and meshes made of different metals appear
to be substantially less sensitive to this issue.
Because of the relatively large permeabil-
ity of fluoropolymers to He at room tem-
perature, leak checking of the finished ves-
sels with He leak detectors requires some
care. Experience has shown, however, that
the onset of the signal from diffusion, for flu-
oropolymers of any reasonable thickness, is
much slower than that of a real leak, so that
a clear discrimination between the two phe-
nomena is easily achieved. It was generally
found that the fluoropolymer vessels with
their welds and fluoropolymer plumbing are
very reliable and He leak tight even after sev-
eral cycles from room temperature to 170 K.
Typical leak rates < 10−4 cm3 mbar s−1 are
Fig. 4. Schematic drawing of the cryogenic fluo-
ropolymer-to-metal seal. The modified stainless
steel Curvac flange (see text) is pressed against
a fluoropolymer mating flat with constant force.
observed [15].
Cryogenic fluoropolymer-to-metal transi-
tions are required in order to interface the
all-fluoropolymer vessel to more conven-
tional plumbing. Reliable transitions for
∼ 2.5 cm diameter pipes have been obtained
by pressing a modified Curvac flange 10 onto
a carefully machined flat surface of the TE-
6472 material, as schematically shown in
figure 4. Using a linear pressure of 82 kg/cm,
the circular cross section of the Curvac fea-
ture penetrates the fluoropolymer up to
about half of its radius. A stack of elastic
washers insures a constant force against the
seal as materials contract or expand and,
over long periods of time, creep (in the case
of fluoropolymers). Note that, as tempera-
10 Curvac is a trade mark of ULTEK Corp (Palo
Alto, CA) and it refers to a vacuum flange sim-
ilar in size to the 2-3/4-inch Conflat, but with
a round profile sealing edge instead of a knife
edge.
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Fig. 5. Photograph of a finished chamber of the
type illustrated in fig. 1. The two pipes are used
for xenon recirculation and as conduits guid-
ing the detector wiring to the outside. Electri-
cal feedthroughs are, in this prototype, conven-
tional (metal-ceramics), mounted after the flu-
oropolymer-to-metal transition. The high po-
tential (∼ 5 kV) required for the cathode is fed
through the pipe opposite to the one feeding the
anode, grids and APD potentials and signals.
ture changes, the curvac feature “glides” ra-
dially on the fluoropolymer surface, without
apparent loss of the seal. Transitions built
with this technique have been shown to work
reliably between 380 and 170 K even after
several temperature cycles. Although the
transitions are rather bulky, where radioac-
tive backgrounds are a concern they can be
located far away from the active region of the
detector, by providing long fluoropolymer
tubes to move them behind shielding mate-
rial (HFE-7000 in the EXO-200 design).
A chamber built with the present technique
is shown in fig. 5. The fluoropolymer parts of
the fluoropolymer-to-metal transitions are
visible at the ends of the pipes. Electrical
wires, insulated with PFA 11 jackets are also
visible (in plastic bags to maintain cleanli-
ness). The tube with the “U” bend is located
at the bottom of the cryostat containing the
cold HFE-7000 and the two fluoropolymer-
11 Perfluoroalcoxy (PFA) polymers are thermo-
plastic perfluorinated polymers often used for
extruded tubes and sheets.
to-metal transitions are mounted near the
top flange of the cryostat. All wiring goes
through the transitions and onto conven-
tional metal-ceramic feedthroughs branch-
ing off the xenon feed lines. We note that
because of the poor heat conduction of flu-
oropolymers, a large chamber built with
this technique would require an external Xe
condenser.
4 Permeation of HFE-7000 in fluo-
ropolymers
Permeation of HFE-7000 through the fluo-
ropolymer walls of the chambers was thor-
oughly investigated because of the possible
implications in terms of electronegative con-
tamination of the LXe. Long term perme-
ation measurements were undertaken in two
fluoropolymers (DuPont PFA-440HP and
3M modified PTFE TFM-1700) before TE-
6472 fluoropolymer was selected as the most
suitable candidate material for a LXe vessel.
Dog-bone-shaped samples, 1.6 mm-thick, 38
mm long, and 15 mm wide were immersed
in HFE-7000 at room temperature and their
weight recorded as a function of time, until
saturation was reached. Data for TFM-1700
and PFA-440HP are shown in fig. 6: full sat-
uration is reached after 1.5 and 5 months re-
spectively. Data were analyzed assuming a
purely diffusive intake into a slab with infi-
nite, parallel walls. This assumes that HFE-
7000 intake through the edges of the sample,
which constitute ∼ 15% of the exposed sur-
face, is negligible. The effect of such approx-
imation is to overestimate the permeation
rate, yielding a slightly conservative result.
The solution for the fractional weight gain
versus time λ(t) is (see e.g. [16] for a deriva-
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Fig. 6. Time evolution of HFE-7000 permeation
into TFM-1700 (a modified PTFE similar to
DuPont TE-6472) and PFA-440HP. The data
were taken with a thin sample and are fit as-
suming diffusion into an infinite, parallel plate
slab (see text).
tion):
λ(t) = S
[
1− 4
pi2
∞∑
n=1
1− (−1)n
n2
e−(
npi
L
)
2
Dt
]
,
where S is the solubility parameter (i.e. the
saturation amount of HFE-7000 expressed as
fraction of the initial weight of the sample),
L the thickness of the sample, and D the
diffusion coefficient. A fit to the data yields,
for TFM-1700, S = (4.4 ± 0.2)% and D =
(1.9 ± 0.7) × 10−9 cm2 s−1, while, for PFA-
440HP, S = (4.4± 0.5)%, D = (5.9± 2.1)×
10−10 cm2 s−1.
A second test of the permeation proper-
ties of HFE-7000 through fluoropolymers
was performed by exposing one side of a
thin PFA-440HP membrane to HFE-7000
at room temperature while pumping out
the other side. The evacuated volume was
sampled with a residual gas analyzer mea-
suring characteristic HFE-7000 mass peaks
(e.g. 69, 81, 90, 119, 131 amu). A value
D = 3 × 10−10 cm2 s−1 was obtained by
measuring the time needed for the 81 amu
concentration to reach 95% of the satura-
tion level. This value is within a factor a 2
of the value obtained by sample immersion
(S cannot be extracted from this type of
measurement).
Samples of TFM-1700 and PFA-440HP were
also tested, with limited accuracy, for perme-
ation of two more heat transfer fluids, FC-87
and HFE-7100 12 , that had also been con-
sidered for use in EXO-200. It was found
that, for both plastics, S ∼ 5% for HFE-7100
and S ∼ 9% for FC-87. D ranges between
∼ 3× 10−10 cm2 s−1 for HFE-7100 in PFA-
440HP and ∼ 2 × 10−9 cm2 s−1 for FC-87
in TFM-1700, consistent with PFA-440HP
being less permeable than TFM-1700. Per-
meation tests were also performed on TFM-
1700 samples cooled down to -10 ◦C. While
saturation had not yet been reached at the
time of writing, data suggest that S is larger
by possibly ∼ 50%, while the diffusion coef-
ficient is more than ten times smaller than
at room temperature. TE-6472 is a modified
PTFE much like TFM-1700, and the perme-
ation properties of the two are expected to be
similar. Short term tests were performed in
order to compare TE-6472 and TFM-1700,
showing a ∼ 10% lower value for TE-6472.
As a final, crucial test, a sample of TE-6472
soaked in HFE-7000 was inserted in a LXe
cell, operated as a xenon purity monitor.
The cell, similar to the one described in [17],
has a long drift region, which allows it to
measure electron drift times up to 4 ms.
After the sample was inserted into it, the
cell was evacuated and cooled down prior
to xenon liquefaction. The intensity of the
HFE-7000 mass peaks was measured versus
temperature, providing information on the
12 Fluorinert R© FC-87 (C5F12) and Novec R©
Engineered Fluid HFE-7100 (C4F9OCH3) are
products of the 3M Company, St. Paul MN,
USA.
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Fig. 7. Temperature dependance of HFE-7000
permeation in TE-6472. Permeation falls expo-
nentially as the temperature decreases, with a
10-fold reduction every 10.5 K. The data point
point at room temperature was not included in
the fit.
HFE-7000 emanation rate. Below 247 K,
no HFE-7000 signal could be detected on
top of the RGA background (∼10−12 Torr
partial pressure for mass 81 amu). The data
above 247 K show a 10-fold reduction in the
permeation rate for every 10.5 K decrease in
temperature, as shown in fig. 7. An extrapo-
lation to 170 K indicates an extremely small
release into the LXe. Indeed, no specific sign
of impurity specifically attributable to the
HFE-7000 was observed when measuring
electron lifetime.
The intake of fluorinated fluids causes flu-
oropolymers to swell and deteriorates their
mechanical properties. Our study shows
that TFM-1700 and PFA-440HP linearly
expand ∼3% when saturated with FC-87
or HFE-7100. A two-fold reduction of their
bulk modulus and yield strength is also ob-
served; such degradation is largest for TFM-
1700 in FC-87 and smallest for PFA-440HP
in HFE-7100.
5 Operation of an all-fluoropolymer
liquid xenon ionization chamber
As illustrated in figures 1 and 2 , the ioniza-
tion chamber consists of an LAAPD package
and 3 horizontal stainless steel structures
stacked vertically, submersed in 0.5 liters
of LXe. Ionization electrons are created in
the volume between the lowest plane (cath-
ode) and the grid directly above it and are
collected by an anode behind the grid. The
cathode consists of a solid stainless steel
plate, whereas the grid and anode are made
of electroformed nickel meshes with 90%
optical transparency, mounted on stainless
steel rings. Good electron transparency is
obtained by maintaining the anode-to-grid
field at twice the value of the drift field.
Three LAAPDs, located above the anode
plane, detect scintillation photons. However
in the measurements shown here, the qual-
ity of the signals from the LAAPDs was
rather poor because of the damage caused
by the early welding process. Therefore
LAAPD signals were only used for trigger-
ing and timing purposes and not for energy
reconstruction. Later welding tests, that
preserved the full functionality of LAAPDs,
were performed, for simplicity, in setups
with no grid structure.
After seal-welding the vessel and connecting
it to the Xe feed and recovery systems, the
entire system is baked at 380 K under vac-
uum for several days. During this operation
the interior of the cryostat is purged with Ar
so that no air or water vapor can diffuse into
the walls of the fluoropolymer vessel and,
eventually, contaminate the xenon. After the
system is returned to room temperature, the
Ar in the cryostat is replaced with HFE-7000
and cooling is started. Commercial xenon is
purified by passing it through an Oxisorb R©
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Fig. 8. Ionization energy spectrum collected at
a drift field of 1.5 kV/cm. The two peaks cor-
respond to the two internal conversion e− lines
from the 207Bi source, at 570 keV and 1064 keV
(K-shell electron events at 975 keV are also vis-
ible as a shoulder to the 1064 keV peak). In
order to evaluate the energy resolution at 570
keV, the data is fit to a Gaussian plus a straight
line as shown. The higher energy peak is not in-
cluded in the fit. The horizontal axis shows the
amplitude of the pulse in arbitrary units.
cartridge 13 eight times.While hot zirconium
getters are typically used for low background
experiments, Oxisorb R©, known to introduce
radon contamination in the xenon, was ade-
quate for this test. All the data shown here
was taken between 165.5 and 171 K and be-
tween 1200 and 1470 Pa.
Ionization in the LXe is produced by both
the 570 keV and 1064 keV γ ray lines fol-
lowing the β decay of 207Bi as well as by
internal conversion electrons. The source
is prepared as a monoatomic layer of ra-
dioactive Bi electroplated onto a 25 mm2
piece of electroformed nickel mesh, which is
then spot-welded to the cathode plate. The
data presented here were collected at drift
fields of 0.25, 0.5, 0.75, 1, and 1.5 kV/cm.
Events are selected with drift time corre-
sponding to the cathode-to-grid distance to
13 Oxisorb R© cartridge from Messer-Griesheim
Gmbh, 47805 Krefeld, Germany.
obtain a relatively pure sample of internal
conversion (IC) electrons which all interact
in very close proximity to the source. The
electron signal at the anode was detected by
a low noise, charge-sensitive Amptek A250
preamplifier, shaped with a Canberra model
2020 spectroscopy amplifier, sampled with
a transient digitizer, and recorded. Special
care is required to reduce pick-up noise. An
all-fluoropolymer vessel, with no intrinsic
metallic shield around the electrodes. is an
unconventional layout for an ionization de-
tector. Proper grounding and shielding must
be provided by other means (for instance,
by the cryostat enclosure).
In the off-line analysis charge signals are fit
to the following 5-parameter model of the
drift to the anode of a Gaussian ionization
distribution:
Aσ
[
erf
(
t0√
2σ
)
− erf
(−t+ t0√
2σ
)]
e
−t+t0
τ +B.
Here A is the amplitude, t0 the effective
drift-time, σ the rise-time parameter, τ the
integrator fall-time, and B a vertical offset.
The readout was calibrated in units of elec-
tron charge by injecting a signal into the pre-
amplifier through a 1 pF calibrated capaci-
tor. The electronic noise of the pre-amplifier
was found to follow a Gaussian distribution
with standard deviation of 597 electrons.
Data acquisition is triggered when a delayed
coincidence between scintillation and ioniza-
tion signals is observed. The delay accounts
for the drift velocity of electrons and varies
with electric field. The selection of IC events,
which occur along the main axis of the ion-
ization cell, alleviates the effects of possible
non-uniformities in the electric field across
the active volume of the detector, which is
not equipped with field-shaping electrodes.
An ionization spectrum obtained at 1.5 kV/cm
is shown in figure 8. The 570 keV peak of
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Fig. 9. Ionization energy resolution for 570 keV
electrons in LXe at several drift fields. The
triangles represent the resolution observed in
this experiment. The other symbols represent
the resolution for ionization obtained by other
experiments [18,11] using chambers of conven-
tional construction.
the 207Bi spectrum is fit to a Gaussian plus a
straight line as shown. The noise-subtracted
energy resolution is shown as a function of
the drift field in figure 9. Such resolution
for 570 keV is found to be σ/E = 5.1% at
1.5 kV/cm, in good quantitative agreement
with the results obtained by our group and
others using conventional construction tech-
niques [18].
The chamber described here was run for
10 days without re-purification of the LXe.
No degradation of the signal amplitude or
of the resolution was observed.
6 Conclusions
Fluoropolymer construction of vessels for
TPCs using LXe and other liquefied noble
gases has been demonstrated for the first
time. Because of the very low radioactive
contaminations in the special fluoropolymer
variety discussed here, this exotic technique
has great promise for low background ex-
periments.
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